1.Introduction
The anatomical structure of the human body has evolved since the beginning of the era. Human locomotion and walking pattern of the human have a significant impact on the health of the entire skeleton structure of the body. Inappropriate and non-uniform distribution of the pressure on the foot is the house of long-term arthritis and dislocation of the knee, pelvis, spine. This conception has been authenticated by the various research studies, that excess non-uniform distribution on any part of the foot will create some undesired outcomes and unwanted consequences for the subject. The measurement of the same pressure is useful for the determination of the gait cycle. It is also identified that age-related anatomical and physiological changes in foot bone and ligament structure affect the foot pressure distribution during gait [1, 2] . *Author for correspondence In elder subjects, weight-bearing capacity on the lateral side of the foot during the heel touch and toeoff phases may affect stability during walking [2] . The main objective of this study is to learn the average data of the foot pressure by inserting the sole inside the shoes. This data will be monitored by the controller algorithm. The controller compares the actual average reading with data feed to it with properly managed abnormal reference data.
Feet provide the primary surface of interaction with the environment during locomotion. Thus, it is important to diagnose problems associated with the feet at the early stage to prevent injury, management of risk associated with feet. So, it is essential to examine foot plantar characteristics. Concerning applications involving disease diagnosis, many researchers have focused on foot ulceration problems due to diabetes that can result in excessive foot plantar pressures in particular areas under the foot. Hence accurate and reliable foot plantar pressure measurement devices must be developed.
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Arthritis is also known as joint inflammation. It is being predicted that almost 40% of the men and 47% of the woman will suffer from arthritis during their lifetime [3] . While knee dislocation is observed in sportspersons and requires more than 7 months of the recovery period to regain full range of motion. It involves wear and tear of Anterior cruciate ligament, posterior cruciate ligament and medial collateral ligament [4] . Neglecting early-stage symptoms of the knee dislocation and arthritis could have a worse impact on the spine and pelvis, in some cases, it could be a situation might translate from osteoarthritis to spine dislocation.
The development of compact, lightweight, and low energy consuming circuit solutions for healthcare sensor applications is raising important research focus given the rapid growth and technological advancement in healthcare monitoring devices, microfabrication processes, and wireless communication. One vicinity is in the call for employing researchers in biomedical and sportsrelated applications is the analysis of foot plantar stress distributions to determine the interface stress among the foot plantar surface and the shoe sole. Typical applications are custom designing of footwear, analysis of sports performance and prevent injury, improvement in balance control, and diagnosing disease. More recently innovative applications have also emerged to human identification, biometric, allocation of monitoring posture and rehabilitation support systems. With the determination of the foot pressure by sensory output, we can identify what problem can cause the subject shortly with his walking pattern. We can identify precautionary steps to stop those side effects by changing our gait cycle with proper consciousness. With this diagnosis, we can predict all the diseases of the skeleton system that the user might get a victim of. It involves arthritis, knee dislocation, pelvic dislocation, spine dislocation.
2.Research methodology
In this project, the process used to measure pressure from the prime points of the foot can be done by using various types of sensors based on various technologies such as capacitive sensors, resistive sensors, piezoelectric sensors, and piezoresistive sensors. These sensors convert the pressure measured in the proportion value of voltage or current. For the better performance of the sensor, key specifications must include hysteresis, sensing size, linearity, pressure range, temperature sensitivity. Pressure sensors can be classified as resistive sensors, capacitive sensors, piezoelectric sensors, and piezoresistive sensors. In this project, we are using resistive sensors namely Force Sensitive Resistors (FSR) which convert the pressure detected from the foot surface of the sensor to the resistance. Figure 1 represents the block diagram for the types of foot strikes. The maximum unusual type of foot strike is the heel strike and it takes place whilst someone lands on their heel first, now and then slapping their foot on the floor even as jogging. Midfoot strike, which is considered a preferred form of foot strike, is when an individual land with a flat foot. A forefoot strike or Toe strike, which is taken into consideration to be excellent, happens is while the individual lands on the ball of the foot in the direction of his/her feet. The ideal way of walking involves the midfoot and forefoot strike, as opposed to the heel strike.
2.1Design methodology
Determination of foot pressure requires a proper identification method of pressure points on the foot. Pressure points in the foot are those that get continuously involved in the walking pattern and gait cycle. When placing a foot on the surface, pressure occupies on the foot and got distribute based upon the shape and its position on the surface along with its geometrical details.
In order to make pressure measurements on the foot for diagnosis purposes, there are 10 pressure points are considered as very ideal points which have been illustrated in Figure 2 . As it can be seen from the Figure 1 that there are 10 main points on the feet where peer pressure on the feet and according to that we have decided to detect and measure pressure from 5 major points of the feet that holds the maximum pressure on it and as per the reflexology of the foot of different size we have considered to make the foot sole of 3 varying sizes of US 5, US 8, US 11.
Figure 2
Ideal pressure points at foot planar [5] Figure 3 shows the single FSR placed foot insole (first design Prototype). Figure 4 shows the second design prototype for universal sole. Figure 5 shows the third design prototype for universal sole. With the foot sole design of the single sensor and its interfacing, then emphasizes the requirement of universal sole instead of traditional one size sole. To overcome this, we designed a whole sole made out of Velcro, which solved our problem of getting the variable output with fewer errors. The soft side of the Velcro was kept in the sole and sensors were placed between the Velcro so that it was free from any kind of pressure or shock until we apply for it. This way we could place the sensor on the key points covering the important area of the foot.
The second design, prototype was consisted of the sole structure, 3 wires with different size deposited on the sole aiming to visually recognize the size of the sole and adjust the sensory part according to that, but not convenient due to the itchy structuring of wire. Moving forward to the third prototype which has overcome this problem by replacing that wired structure with Velcro pad on the surface. With this design, we have amended this solely with the functionality to wear by all users even with the different sizes of foot. Figure 6 shows the final design of the prototype. Figure 7 shows the hardware flowchart. 
2.2Hardware methodology
As shown in the block diagram, the signal is acquired from the foot through the sensors. The signal sensed by the sensor is filtered by using analog filters and the signal is amplified with respect to the gain required. Further, the microcontroller is required to process the data as per our needs. So, to initiate a microcontroller we tend to provide power supply to it. As the signal is processed the output from the microcontroller is sent to Serial Converter through which the output of the system can be viewed on a computer. We have used only 10 FSR sensors to measure foot pressure. So, for the measurement of the pressure generated on both limbs can be detected by placing sensors beneath both limbs.
FSRs are resistors (Figure 8) that changes its resistive value (in ohms Ω) depending on how much it is pressed [6] . The resistance of the FSR changes when pressure applied to it ( Table 1) . Resistance remains high when no pressure is applied, and drop down exponentially after the force applied. In addition, the multiplexer circuit has been employed here to cascade and unite the output of all the sensors as well as send it to the controller. This requirement arose due to the ability of controlling constraint to the 8 sensors only, while 10 sensors are a minimal requirement for our purpose. The controller collects all the raw data of the sensory input and pushes the same to the serial converter which translates voltage levels of the input in the format that could be understood by the laptop/computer. The main concern behind this translation is to use LabVIEW graphical & visual tools to get an actual comparison on foot, which requires a lot of more complicated calculations if calculated manually or even with the controller algorithms. 
3.Result and discussion
The LabVIEW GUI interpretation method has proved useful in our fulfilment of the goal. LabVIEW 2019 software running on windows 10 operating system interfaced with the controller. This topology served a basic concept as controller sends data through TX pins and receives an acknowledgement via RX pins. PC/Laptop sends data through the TX pins of the USB and receive data through the RX pins. LabVIEW DAQ, and SCXI have employed here to acquire the real time output.
As portrayed in the results of the intensity graph, as we put the foot on the sole under which FSR sensors are facilitated, a force distribution will occur as a result. This force distribution may vary from the uniform to non-uniform. This outcome needs to compare with the ideal data of a normal person who is preciously healthy and walks/run with ideal force distribution on foot. As plotted in Figure 10 . Sensor 1 to 5 are represented here on the left foot and sensor 6 to 10 are represented here on the right foot. Figure 9 reveals a color intensity that varies with the pressure applied to the foot. Excess implementation of weight on any portion of the foot will cause a long-term worst impact on the joint. 
4.Conclusion and future work
This system will help in a clinical setting which used by podiatrists, orthotics, prosthetics, and physical therapists around the world and also to make a suitable sole to diagnose the problem claiming related to foot plantar. The future scope of this project is clear that various techniques capable of accurate, reliable and effectively efficient measurement of foot plantar pressure are essential to be developed. The same device will be helpful and useful to the giant shoe company with the interference with the low energy Bluetooth and lucrative display screen in order to instantly determine the walking/running walking pattern/running pattern of the user. Once it determined, the company can build custom shoes that will increase the mobility of the use and minimize the chances of a joint issue in the future.
